











Grant Sherwood
Remediation Services, Inc.
P.O. Box 587

2735 South 10th Street
Independence, KS 67301

Analytical Results

ANALYTICAL REPORT

Report Date: January 04, 2013

Phone: (620) 331-1200
Fax: (620) 331-6216

E-mail: gsherwood@rsi-ks.com

Workorder: | 34-1300304

Client Project ID: 21252/Exide Frisco 010312

Purchase Order: 21252
Project Manager: Paul Pope

Sample ID: EXDEM0130102 UW 605 Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304001 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 1917 L Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 <0.012 0.023 0.075
Lead <0.38 <0.20 0.38 1.3
Sample ID: EXDEM0130102 DW 607 Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304002 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 2004 L Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium (0.026) (0.013) 0.023 0.075
Lead <0.38 <0.19 0.38 1.3
Sample ID: EXDEM0130102 DW 001 Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304003 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 2049 L Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 <0.011 0.023 0.075
Lead <0.38 <0.18 0.38 1.3
Sample ID: EXDEM0130102 FB Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304004 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume Not Applicable Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/m3  LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 NA 0.023 0.075

esults Continued-onNext Page

ADDRESS 960 West LeVoy Drive, Salt Lake City, Utah, USA 84123
Part of the ALS Laboratory Group

ALS GROUP USA, CORP.

PHONE +1 801 266 7700 | FAX +1 801 268 9992
A Campbell Brothers Limited Company

www.alsglobal.com
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Analytical Results

ANALYTICAL REPORT

Workorder: | 34-1300304

Client Project ID: 21252/Exide Frisco 010312
Purchase Order: 21252
Project Manager: Paul Pope

Sample ID: EXDEM0130102 FB Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304004 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume Not Applicable Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Lead <0.38 NA 0.38 1.3
Sample ID: EXDEM0130102 DW 526 Media: MCE Filter Collected: 01/02/2013
Lab ID: 1300304005 Sampling Location: Exide Frisco Received: 01/03/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 2065 L Prepared: 01/03/2013
Analyzed: 01/03/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium (0.030) (0.014) 0.023 0.075
Lead <0.38 <0.18 0.38 1.3
Comments

‘ Quality Control:  NIOSH 7300 Mod. - (HBN: 100262)

The MCE LMB 316934 was above the reporting limit for magnesium (1.42 pg/sample) so the LCS 316935 and LCSD 316936
results have been media blank corrected for magnesium with LMB 316934.

The Whatman wipe LMB 316969 was above the reporting limit for magnesium (1.25 pg/sample) so the LCS 316970 and LCSD
316971 results have been media blank corrected for magnesium with LMB 316969.

The LCS 316935 and LCSD 316936 titanium recoveries of 112 and 111% were high outside of current limits but within method
limits of £20% so data was reported as is without further comment.

The LCS 316935 yttrium recovery of 111% was high outside of current limits but within method limits of +20% so data was
reported as is without further comment.

Report Authorization

Method

Analyst Peer Review

NIOSH 7300 Mod.

Penny A. Foote Peter P. Steen

Laboratory Contact Information

ALS Environmental
960 W Levoy Drive
Salt Lake City, Utah 84123

Phone: (801) 266-7700
Email: alslt.lab@ALSGIlobal.com
Web: www.alsslc.com

Page 2 of 3

Fri, 01/04/13 9:41 AM IHREP-V11.0



ANALYTICAL REPORT

General Lab Comments

The results provided in this report relate only to the items tested.

Samples were received in acceptable condition unless otherwise noted.

Samples have not been blank corrected unless otherwise noted.
This test report shall not be reproduced, except in full, without written approval of ALS.

Workorder: | 34-1300304

Client Project ID: 21252/Exide Frisco 010312
Purchase Order: 21252
Project Manager: Paul Pope

ALS provides professional analytical services for all samples submitted. ALS is not in a position to interpret the data and
assumes no responsibility for the quality of the samples submitted.

All quality control samples processed with the samples in this report yielded acceptable results unless otherwise noted.

ALS is accredited for specific fields of testing (scopes) in the following testing sectors. The quality system implemented at ALS
conforms to accreditation requirements and is applied to all analytical testing performed by ALS. The following table lists testing
sector, accreditation body, accreditation number and website. Please contact these accrediting bodies or your ALS project
manager for the current scope of accreditation that applies to your analytical testing.

Testing Sector Accreditation Body Certificate Website
(Standard) Number
Environmental ACLASS (DoD ELAP) ADE-1420 http://www.aclasscorp.com
Utah (NELAC) DATA1 http://health.utah.gov/lab/labimp/
Nevada UTO00009 http://ndep.nv.gov/bsdw/labservice.htm
Oklahoma UTO00009 http://www.deq.state.ok.us/CSDnew/
lowa IA# 376 http://www.iowadnr.gov/InsideDNR/RegulatoryWater.aspx
Florida (TNI) E871067 http://www.dep.state.fl.us/labs/bars/sas/ga/
Texas (TNI) T104704456-11-1 http://www.tceq.texas.gov/field/qa/lab_accred_certif.html
Industrial Hygiene AIHA (1SO 17025 & AIHA 101574 http://www.aihaaccreditedlabs.org
IHLAP/ELLAP)
Lead Testing:
CPSC ACLASS (ISO 17025, CPSC) ADE-1420 http://www.aclasscorp.com
Soil, Dust, Paint ,Air AIHA (1ISO 17025, AIHA 101574 http://www.aihaaccreditedlabs.org
ELLAP and NLLAP)
Dietary Supplements ACLASS (ISO 17025) ADE-1420 http://www.aclasscorp.com

Definitions

LOD = Limit of Detection = MDL = Method Detection Limit, A statistical estimate of method/media/instrument sensitivity.
LOQ = Limit of Quantitation = RL = Reporting Limit, A verified value of method/media/instrument sensitivity.

ND = Not Detected, Testing result not detected above the LOD or LOQ.

** No result could be reported, see sample comments for details.

< This testing result is less than the numerical value.

() This testing result is between the LOD and LOQ and has higher analytical uncertainty than values at or above the LOQ.
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Quality Control Sample
Batch Report
ALS

Analysis Information

Workorder: 1300304

Limits: Historical/Performance Preparation: IH Metals, MCE Prep Analysis: IH Metals QC
Basis: ALS Laboratory Group Batch: [IPX/11644 (HBN: 100207) Batch: [ICP/7742 (HBN: 100262)
Prepared By: Adam K. Taft Analyzed By: Penny A. Foote
Blank

Blank: 316933
Analyzed: 01/03/2013 15:17

Units: ug/sample

Analyte Result MDL RL

Cadmium ND 0.0225 0.075

Lead ND 0.375 1.25
LMB: 316934

Analyzed: 01/03/2013 15:30

Units: ug/sample

Analyte Result MDL RL
Cadmium ND 0.0225 0.075
Lead ND 0.375 1.25

Laboratory Control Sample - Laboratory Control Sample Duplicate

LCS: 316935 LCSD: 316936
Analyzed: 01/03/2013 15:34 Analyzed: 01/03/2013 15:37
Units: ug/sample
Analyte Result Target % Recovery | QC Limits Result RPD QC Limits
Cadmium 10.7 10 107 89.8 |112.5 |10.6 1.58 0 15
Lead 104 100 104 88 115 102 2 0 15
Comments

The MCE LMB 316934 was above the reporting limit for magnesium (1.42 pg/sample) so the LCS 316935 and LCSD 316936 results have
been media blank corrected for magnesium with LMB 316934.

The Whatman wipe LMB 316969 was above the reporting limit for magnesium (1.25 pg/sample) so the LCS 316970 and LCSD 316971
results have been media blank corrected for magnesium with LMB 316969.

The LCS 316935 and LCSD 316936 titanium recoveries of 112 and 111% were high outside of current limits but within method limits of
+20% so data was reported as is without further comment.

The LCS 316935 yttrium recovery of 111% was high outside of current limits but within method limits of +20% so data was reported as is
without further comment.

QC Data Approved and Reviewed by

Penny A. Foote Peter P. Steen 1/4/2013

Analyst Peer Review Date

Symbols and Definitions

¥ _ Analyte above reporting limit or outside of control limits RPD - Relative % Difference (Spike / Spike Duplicate)
A Sample result is greater than 4 times the spike added ND - Not Detected
® . Sample and Matrix Duplicate less than 5 times the reporting limit QC results are not adjusted for moisture correction, where applicable

Page 1 of 1 Friday, January 04, 2013 QCs V2.4



L aboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory @ Rate: 01/04/13

Project Name: Exide, Frisco Laboratory Job Numie300304

Reviewer Name: Paul Pope Prep Batch Number(s):

# A2 | Description Yes | No NA® NR* ER#
R1 Ol | Chain-of-custody (C-O-C)

Did samples meet the laboratory’s standard conditaf sample acceptability
upon receipt?

Were all departures from standard conditionsrilesd in an exception report?

R2

Ol

Sample and quality control (QC) identification

Are all field sample ID numbers cross-refereht®the laboratory ID numbers’

Are all laboratory ID numbers cross-referenaethe corresponding QC data?

R3

Ol

Test reports

Were all samples prepared and analyzed witbidiig times?

Other than those results < MQL, were all other values bracketed by
calibration standards?

Were calculations checked by a peer or supat¥iso

Were all analyte identifications checked by arp® supervisor?

Were sample detection limits reported for alllgtes not detected?

Were all results for soil and sediment sampdg®rted on a dry weight basis?

Were % moisture (or solids) reported for all spid sediment samples?

Were bulk soils/solids samples for volatile anaysktracted with methanol pe
SW-846 Method 50357

If required for the project, TICs reported?

R4

Surrogate recovery data

Were surrogates added prior to extraction?

Were surrogate percent recoveries in all sampl#smthe laboratory QC
limits?

R5

Ol

Test reports/summary formsfor blank samples

Were appropriate type(s) of blanks analyzed?

Were blanks analyzed at the appropriate frequienc

Were method blanks taken through the entire amalytirocess, including
preparation and, if applicable, cleanup procedures?

Were blank concentrations < MQL?

R6

Ol

Laboratory control samples (LCS):

N BN ™ < x
| >
> |x< x| >
[ X <

Were all COCs included in the LCS?

Was each LCS taken through the entire analyticadquure, including prep ang
cleanup steps?

Were LCSs analyzed at the required frequency?

Were LCS (and LCSD, if applicable) %Rs withie thboratory QC limits?

Does the detectability data document the laboratagpability to detect the
COCs at the MDL used to calculate the SQLs?

Was the LCSD RPD within QC limits?

R7

Ol

Matrix spike (M S) and matrix spike duplicate (M SD) data

Were the project/method specified analytesuitet! in the MS and MSD?

Were MS/MSD analyzed at the appropriate frequenc

Were MS (and MSD, if applicable) %Rs within taboratory QC limits?

Were MS/MSD RPDs within laboratory QC limits?

R8

Ol

Analytical duplicate data

Were appropriate analytical duplicates analyime@ach matrix?

Were analytical duplicates analyzed at the gmpte frequency?

Were RPDs or relative standard deviations withalaboratory QC limits?

R9

Ol

M ethod quantitation limits (M QL 9):

-~
< < |
=
=
x| Ix
<[] <7

Are the MQLs for each method analyte includethe laboratory data package

Do the MQLs correspond to the concentration ofitinest non-zero calibration
standard?

Are unadjusted MQLs and DCSs included in thetatory data package?

R10

Ol

Other problems/anomalies

Are all known problems/anomalies/special conditinoted in this LRC and
ER?

Were all necessary corrective actions perforfoethe reported data?

Was applicable and available technology used t@tdhe SDL minimize the
matrix interference affects on the sample results?

X X
X
x
X

Is the laboratory NELAC-accredited under the Texasoratory Program for
the analytes, matrices and methods associatedhisttaboratory data packageg

N
x




Laboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory

bbeatory Name: 01/04/13

Project Name: Exide, Frisco

Project Name: 18303

Reviewer Name: Paul Pope

Reviewer Name: Pgug Po

# A2 | Description Yes | No

S1 Ol | Initial calibration (ICAL)

Were response factors and/or relative responserfaftir each analyte within QC|
limits?

NAS

Were percent RSDs or correlation coefficiefteda met?

Was the number of standards recommended in ¢tieant used for all analytes?

Were all points generated between the lowest agluelsi standard used to
calculate the curve?

Are ICAL data available for all instruments u8ed

Was the CCV analyzed at the method-requiregufeacy?

Was the ICAL curve verified for each analyte?

X
X
X
X
X
Has the initial calibration curve been verifiedngsain appropriate second sourc
standard? X
Initial and continuing calibration verification (ICCV and CCV) and
X
X
X

Was the absolute value of the analyte concéotrat the inorganic CCB < MDL7 X

M ass spectral tuning:

Was the appropriate compound for the method fmetuning?

Were ion abundance data within the method-regu@C limits?

Internal standards (1S):

Were IS area counts and retention times witténmethod-required QC limits?

Raw data (NELAC section 1 appendix A glossary, and sectidr?2 ®r ISO/IEC
17025 section

Were the raw data (for example, chromatograms tspeatata) reviewed by an
analyst?

Were data associated with manual integraticagggitd on the raw data?

Dual column confirmation

Did dual column confirmation results meet thetimod-required QC?

S7 o Tentatively identified compounds (T1Cs):

If TICs were requested, were the mass spectra Edddta subject to appropriate
checks?

Interference Check Sample (ICS) results:

Were percent recoveries within method QC it

Serial dilutions, post digestion spikes, and method of standard additions

Were percent differences, recoveries, and thatityewithin the QC limits
specified in the method?

S10 | Ol | Method detection limit (MDL) studies

Was a MDL study performed for each reportedydea

Is the MDL either adjusted or supported byahalysis of DCSs?

S11 Ol | Proficiency test reports:

Was the laboratory's performance acceptable oaghkcable proficiency tests o
evaluation studies?

S12 Ol Standar ds documentation

Are all standards used in the analyses NIST-trdeemtobtained from other
appropriate sources?

S13 Ol | Compound/analyteidentification procedures

Are the procedures for compound/analyte idigatifon documented?

S14 Ol | Demonstration of analyst competency (DOC)

Was DOC conducted consistent with NELAC Chapternr ISO/IEC 4?

Is documentation of the analyst’'s competencyasgate and on file?

Verification/validation documentation for methods (NELAC Chap 5 or

S15 | Ol | ISO/IEC 17025 Section 5)

Are all the methods used to generate the data demted, verified, and validated
where applicable?

S16 Ol | Laboratory standard operating procedures (SOPs):

Are laboratory SOPs current and on file forreaethod performed?

=

should be retained and made available upon request for the appropriate retention period.
O = Organic Analyses; | = Inorganic Analyses (and general chemistry, when applicable);
NA = Not Applicable;
NR = Not Reviewed;

R# = Exception Report identification number (an Exception Report should be completed for an item if “NR” or “No” is checked).

arwn

Items identified by the letter “R” must be included in the laboratory data package submitted in the TRRP-required report(s). Items identified by the letter “S”




L aboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory

@ Rate: 01/04/13

Project Name: Exide, Frisco

Laboratory Job Numberl 300304

Reviewer Name: Paul Pope

Prep Batch Number(s):

ER#

Description
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13800304

2. Date DY OL+*\%d Purchase Order No. 21252

Chain of Custody

1. [_] REGULAR status

12,00%0Y)

RUSH Status Requested - ADDITIONAL CHARGE
RESULTS REQUIRED BY

Oifoufis

DATE

CONTACT ALS SALT LAKE PRIOR TO SENDING SAMPLES

4. Quote No.

3. Company Name Remediation Services, inc.

ALS Project Manager Paul Pope

Address PO Box 587

independence, KS 67301

Person to Contact; Grant Sherwood

Telephone ( 620 ) 331-1200

Fax Telephone (620) 331-6216

E-mail Address gsherwood@rsi-ks.com'

Billing Address (if different from above)

5. Sample Collection

Sampling Site: Exide Frisco

Industrial Process: Decontamination and Demo

Date of Collection Ol- 0L 17}
Time Collected 1.0D — V. 00
Date of Shipment Ol 013

Send Resilts to: gsherwood@rsi-ks.com, jraillman

rsi-ks.com, vanessa.coleman

na.exide.com, droth@rsi-ks.com

Send Invoice to : strotter@rsi-ks.com

7. REQUEST FOR ANALYSES

Laboratory Use Only Client Sample Number Matrix* 32:}::: ANALYSES REQUESTED - Use method number if known | Units*
EXOEAD AR &% O% [ a7 um MoE | Yo\ L [NIOSH 7303 - Lead and Cadmium ug/m®
EXOEMP BN T™® | 37um MCE | 2004 L |NIOSH 7303 - Lead and Cadmium ug/m?®
e oL - o | 37um McE [Zouer L. |NiosH 7303 - Lead and Cadmium ug/m®
B e s °™ | 37um MCE |260LS L [NiOSH 7303 - Lead and Cadmium ug/m’
BXDEMD ROLOT €51 | 37umMCE | =™ [Ni0SH 7303 - Lead and Cadmium ug/m®
37 um MCE NIOSH 7303 - Lead and Cadmium ug/m?
EX-DEMO = Project (Exide-Demolition)
YYMMDD = Sampling date (e.g., 11/01/2012 = 121101)
LOC = Sample Location (e.g. UW = Upwind, DW = Downwind)
XXX = E-BAM Monitor Sample Association — Last 3 digits of Serial Number,
QQ = Optional QA sample flag (TB = trip blank, FB = field blank, SC = duplicate)
Comments

Possible Contamination and/or Chemical Hazards: Lead and cadmium

7. Chain of Custody {(Optional)

Relinquished by Date/Time ©O}-QZ.- 13 18.30

Received by Date/Time V/’j / "/ﬁ 2'79/- / /’[)Sm
Relinquished by Date/Time

Received by Date/Time

960 West LeVoy Drive / Salt Lake City, UT 84123

800-356-9135 or 801-266-7700 / FAX: 801-268-9992
ALS Laboratory Group







ANALYTICAL REPORT

Report Date: January 08, 2013

Phone
Fax

Grant Sherwood
Remediation Services, Inc.

: (620) 331-1200
: (620) 331-6216

P.O. Box 587
2735 South 10th Street
Independence, KS 67301

Analytical Results

E-mail: gsherwood@rsi-ks.com

Workorder: | 34-1300701

Client Project ID: 21252/Exide Frisco 010713
Purchase Order: 21252
Project Manager: Paul Pope

Sample ID: EX DEMO13 0104 DW 607 Media: MCE Filter Collected: 01/04/2013
Lab ID: 1300701001 Sampling Location: Exide Frisco Received: 01/07/2013
Method: NIOSH 7300 Mod. Sampling Parameter:  Air Volume 1949 L Prepared: 01/07/2013
Analyzed: 01/07/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium (0.025) (0.013) 0.023 0.075
Lead <0.38 <0.19 0.38 1.3
Sample ID: EX DEMO13 0104 DW 001 Media: MCE Filter Collected: 01/04/2013
Lab ID: 1300701002 Sampling Location: Exide Frisco Received: 01/07/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 1961 L Prepared: 01/07/2013
Analyzed: 01/07/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 <0.011 0.023 0.075
Lead <0.38 <0.19 0.38 1.3
Sample ID: EX DEMO13 0104 DW 526 Media: MCE Filter Collected: 01/04/2013
Lab ID: 1300701003 Sampling Location: Exide Frisco Received: 01/07/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 1942 L Prepared: 01/07/2013
Analyzed: 01/07/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 <0.012 0.023 0.075
Lead <0.38 <0.19 0.38 1.3
Sample ID: EX DEMO13 0104 UW 605 Media: MCE Filter Collected: 01/04/2013
Lab ID: 1300701004 Sampling Location: Exide Frisco Received: 01/07/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 1897 L Prepared: 01/07/2013
Analyzed: 01/07/2013
Analyte ug/sample ug/mé  LOD (ug/sample) RL (ug/sample)
Cadmium <0.023 <0.012 0.023 0.075

esults Continued-onNext Page

ADDRESS 960 West LeVoy Drive, Salt Lake City, Utah, USA 84123

ALS GROUP USA, CORP.

PHONE +1 801 266 7700
Part of the ALS Laboratory Group

FAX +1 801 268 9992

A Campbell Brothers Limited Company

www.alsglobal.com
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ANALYTICAL REPORT

Workorder: | 34-1300701

Client Project ID: 21252/Exide Frisco 010713
Purchase Order: 21252
Project Manager: Paul Pope

Analytical Results

Sample ID: EX DEMO13 0104 UW 605 Media: MCE Filter Collected: 01/04/2013
Lab ID: 1300701004 Sampling Location: Exide Frisco Received: 01/07/2013
Method: NIOSH 7300 Mod. Sampling Parameter: Air Volume 1897 L Prepared: 01/07/2013
Analyzed: 01/07/2013
Analyte ug/sample ug/mé LOD (ug/sample) RL (ug/sample)
Lead <0.38 <0.20 0.38 1.3
Comments

| Quality Control: NIOSH 7300 Mod. - (HBN: 100408)
The MCE plus backup pad LMB 317215 was above the reporting limit for calcium (25.9 pg/sample), magnesium (4.13
pHg/sample), and sodium (99.2 pg/sample). The LCS 317216 and LCSD 317217 results have been media blank corrected for
calcium, magnesium, and sodium with LMB 317215.
The silver recoveries for MCE plus backup pad matrix LCS 317216 and LCSD 317217 were outside of current limits at 29.5%
and 33.8%. The associated MCE only LCS and LCSD samples had silver recoveries within limits. Silver has been observed to
fall out of solution when spiked on back-up pad matrix, which may be the cause of the low silver recoveries.

Report Authorization
Method Analyst Peer Review
NIOSH 7300 Mod. Peter P. Steen Penny A. Foote

Laboratory Contact Information

ALS Environmental Phone: (801) 266-7700
960 W Levoy Drive Email: alslt.lab@ALSGIlobal.com
Salt Lake City, Utah 84123 Web: www.alsslc.com

Page 2 of 3 Tue, 01/08/13 10:03 AM IHREP-V11.0



ANALYTICAL REPORT

General Lab Comments

The results provided in this report relate only to the items tested.

Samples were received in acceptable condition unless otherwise noted.

Samples have not been blank corrected unless otherwise noted.
This test report shall not be reproduced, except in full, without written approval of ALS.

Workorder: | 34-1300701

Client Project ID: 21252/Exide Frisco 010713
Purchase Order: 21252
Project Manager: Paul Pope

ALS provides professional analytical services for all samples submitted. ALS is not in a position to interpret the data and
assumes no responsibility for the quality of the samples submitted.

All quality control samples processed with the samples in this report yielded acceptable results unless otherwise noted.

ALS is accredited for specific fields of testing (scopes) in the following testing sectors. The quality system implemented at ALS
conforms to accreditation requirements and is applied to all analytical testing performed by ALS. The following table lists testing
sector, accreditation body, accreditation number and website. Please contact these accrediting bodies or your ALS project
manager for the current scope of accreditation that applies to your analytical testing.

Testing Sector Accreditation Body Certificate Website
(Standard) Number
Environmental ACLASS (DoD ELAP) ADE-1420 http://www.aclasscorp.com
Utah (NELAC) DATA1 http://health.utah.gov/lab/labimp/
Nevada UTO00009 http://ndep.nv.gov/bsdw/labservice.htm
Oklahoma UTO00009 http://www.deq.state.ok.us/CSDnew/
lowa IA# 376 http://www.iowadnr.gov/InsideDNR/RegulatoryWater.aspx
Florida (TNI) E871067 http://www.dep.state.fl.us/labs/bars/sas/ga/
Texas (TNI) T104704456-11-1 http://www.tceq.texas.gov/field/qa/lab_accred_certif.html
Industrial Hygiene AIHA (1SO 17025 & AIHA 101574 http://www.aihaaccreditedlabs.org
IHLAP/ELLAP)
Lead Testing:
CPSC ACLASS (ISO 17025, CPSC) ADE-1420 http://www.aclasscorp.com
Soil, Dust, Paint ,Air AIHA (1ISO 17025, AIHA 101574 http://www.aihaaccreditedlabs.org
ELLAP and NLLAP)
Dietary Supplements ACLASS (ISO 17025) ADE-1420 http://www.aclasscorp.com

Definitions

LOD = Limit of Detection = MDL = Method Detection Limit, A statistical estimate of method/media/instrument sensitivity.
LOQ = Limit of Quantitation = RL = Reporting Limit, A verified value of method/media/instrument sensitivity.

ND = Not Detected, Testing result not detected above the LOD or LOQ.

** No result could be reported, see sample comments for details.

< This testing result is less than the numerical value.

() This testing result is between the LOD and LOQ and has higher analytical uncertainty than values at or above the LOQ.
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ALS

Analysis Information

Quality Control Sample

Batch Report

Workorder: 1300701

Limits: Historical/Performance
Basis: ALS Laboratory Group

Preparation: IH Metals, MCE Prep
Batch: IIPX/11658 (HBN: 100377)

Prepared By: Adam K. Taft

Analysis: IH Metals QC
Batch: IICP/7750 (HBN: 100408)
Analyzed By: Peter P. Steen

Blank
Blank: 317210
Analyzed: 01/07/2013 15:25
Units: ug/sample
Analyte Result MDL RL
Cadmium ND 0.0225 0.075
Lead ND 0.375 1.25
LMB: 317211
Analyzed: 01/07/2013 15:28
Units: ug/sample
Analyte Result MDL RL
Cadmium ND 0.0225 0.075
Lead ND 0.375 1.25
Blank: 317214
Analyzed: 01/07/2013 17:17
Units: ug/sample
Analyte Result MDL RL
Cadmium ND 0.0225 0.075
Lead ND 0.375 1.25
LMB: 317215
Analyzed: 01/07/2013 17:31
Units: ug/sample
Analyte Result MDL RL
Cadmium 0.0304 0.0225 0.075
Lead ND 0.375 1.25

Laboratory Control Sample - Laboratory Control Sample Duplicate

LCS: 317212 LCSD: 317213
Analyzed: 01/07/2013 15:32 Analyzed: 01/07/2013 15:35
Units: ug/sample
Analyte Result Target % Recovery | QC Limits Result RPD QC Limits
Cadmium 10.2 10 102 89.8 |112.5 |10.2 0.0552 | 0 15
Lead 102 100 102 88 115 103 0.257 |0 15
LCS: 317216 LCSD: 317217
Analyzed: 01/07/2013 17:34 Analyzed: 01/07/2013 17:38
Units: ug/sample
Analyte Result Target % Recovery | QC Limits Result RPD QC Limits
Cadmium 10.2 10 102 89.8 |112.5 |10.2 0.425 |0 15
Lead 103 100 103 88 115 102 0.289 |0 15
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Quality Control Sample
Batch Report
ALS

Analysis Information
Workorder: 1300701

Limits: Historical/Performance Preparation: IH Metals, MCE Prep Analysis: IH Metals QC
Basis: ALS Laboratory Group Batch: [IPX/11658 (HBN: 100377) Batch: [ICP/7750 (HBN: 100408)
Prepared By: Adam K. Taft Analyzed By: Peter P. Steen

The MCE plus backup pad LMB 317215 was above the reporting limit for calcium (25.9 pg/sample), magnesium (4.13 pg/sample), and
sodium (99.2 pg/sample). The LCS 317216 and LCSD 317217 results have been media blank corrected for calcium, magnesium, and
sodium with LMB 317215.

The silver recoveries for MCE plus backup pad matrix LCS 317216 and LCSD 317217 were outside of current limits at 29.5% and 33.8%.
The associated MCE only LCS and LCSD samples had silver recoveries within limits. Silver has been observed to fall out of solution when
spiked on back-up pad matrix, which may be the cause of the low silver recoveries.

Peter P. Steen Penny A. Foote 1/8/2013

Analyst Peer Review Date

¥ _ Analyte above reporting limit or outside of control limits RPD - Relative % Difference (Spike / Spike Duplicate)
A Sample result is greater than 4 times the spike added ND - Not Detected
® . Sample and Matrix Duplicate less than 5 times the reporting limit QC results are not adjusted for moisture correction, where applicable
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L aboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory @ Rate: 01/08/13

Project Name: Exide, Frisco Laboratory Job Numide300701

Reviewer Name: Paul Pope Prep Batch Number(s):

# A2 | Description Yes | No NA® NR* ER#
R1 Ol | Chain-of-custody (C-O-C)

Did samples meet the laboratory’s standard conditaf sample acceptability
upon receipt?

Were all departures from standard conditionsrilesd in an exception report?

R2

Ol

Sample and quality control (QC) identification

Are all field sample ID numbers cross-refereht®the laboratory ID numbers’

Are all laboratory ID numbers cross-referenaethe corresponding QC data?

R3

Ol

Test reports

Were all samples prepared and analyzed witbidiig times?

Other than those results < MQL, were all other values bracketed by
calibration standards?

Were calculations checked by a peer or supat¥iso

Were all analyte identifications checked by arp® supervisor?

Were sample detection limits reported for alllgtes not detected?

Were all results for soil and sediment sampdg®rted on a dry weight basis?

Were % moisture (or solids) reported for all spid sediment samples?

Were bulk soils/solids samples for volatile anaysktracted with methanol pe
SW-846 Method 50357

If required for the project, TICs reported?

R4

Surrogate recovery data

Were surrogates added prior to extraction?

Were surrogate percent recoveries in all sampl#smthe laboratory QC
limits?

R5

Ol

Test reports/summary formsfor blank samples

Were appropriate type(s) of blanks analyzed?

Were blanks analyzed at the appropriate frequienc

Were method blanks taken through the entire amalytirocess, including
preparation and, if applicable, cleanup procedures?

Were blank concentrations < MQL?

R6

Ol

Laboratory control samples (LCS):

N BN ™ < x
| >
> |x< x| >
[ X <

Were all COCs included in the LCS?

Was each LCS taken through the entire analyticadquure, including prep ang
cleanup steps?

Were LCSs analyzed at the required frequency?

Were LCS (and LCSD, if applicable) %Rs withie thboratory QC limits?

Does the detectability data document the laboratagpability to detect the
COCs at the MDL used to calculate the SQLs?

Was the LCSD RPD within QC limits?

R7

Ol

Matrix spike (M S) and matrix spike duplicate (M SD) data

Were the project/method specified analytesuitet! in the MS and MSD?

Were MS/MSD analyzed at the appropriate frequenc

Were MS (and MSD, if applicable) %Rs within taboratory QC limits?

Were MS/MSD RPDs within laboratory QC limits?

R8

Ol

Analytical duplicate data

Were appropriate analytical duplicates analyime@ach matrix?

Were analytical duplicates analyzed at the gmpte frequency?

Were RPDs or relative standard deviations withalaboratory QC limits?

R9

Ol

M ethod quantitation limits (M QL 9):

-~
< < |
=
=
x| Ix
<[] <7

Are the MQLs for each method analyte includethe laboratory data package

Do the MQLs correspond to the concentration ofitinest non-zero calibration
standard?

Are unadjusted MQLs and DCSs included in thetatory data package?

R10

Ol

Other problems/anomalies

Are all known problems/anomalies/special conditinoted in this LRC and
ER?

Were all necessary corrective actions perforfoethe reported data?

Was applicable and available technology used t@tdhe SDL minimize the
matrix interference affects on the sample results?

X X
X
x
X

Is the laboratory NELAC-accredited under the Texasoratory Program for
the analytes, matrices and methods associatedhisttaboratory data packageg

N
x




Laboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory @ Rate: 01/08/13

Project Name: Exide, Frisco Laboratory Job Numide800701

Reviewer Name: Paul Pope Reviewer Name: Pgu Po

# A2 | Description Yes | No NA® NR? ER#

S1 Ol | Initial calibration (ICAL)

Were response factors and/or relative responserfaftir each analyte within QC|
limits?

Were percent RSDs or correlation coefficiefteda met?

Was the number of standards recommended in ¢tieant used for all analytes?

Were all points generated between the lowest agluelsi standard used to
calculate the curve?

Are ICAL data available for all instruments u8ed

Was the CCV analyzed at the method-requiregufeacy?

Was the ICAL curve verified for each analyte?

X
X
X
X
X
Has the initial calibration curve been verifiedngsain appropriate second sourc
standard? X
Initial and continuing calibration verification (ICCV and CCV) and
S2 Ol | continuing calibration blank (CCB) —
X
X
X

Was the absolute value of the analyte concéotrat the inorganic CCB < MDL7 X

S3 [®) M ass spectral tuning:

Was the appropriate compound for the method fmetuning?

Were ion abundance data within the method-regu@C limits?

A o Internal standards (1S):

Were IS area counts and retention times witténmethod-required QC limits?

Raw data (NELAC section 1 appendix A glossary, and sectidr?2 ®r ISO/IEC
S5 Ol | 17025 section

Were the raw data (for example, chromatograms tspeatata) reviewed by an
analyst?

Were data associated with manual integraticagggitd on the raw data?

S6 O Dual column confirmation

Did dual column confirmation results meet thetimod-required QC?

S7 o Tentatively identified compounds (T1Cs):

If TICs were requested, were the mass spectra Edddta subject to appropriate

checks?
S8 | Interference Check Sample (ICS) results:
Were percent recoveries within method QC it
S9 | Serial dilutions, post digestion spikes, and method of standard additions

Were percent differences, recoveries, and thatityewithin the QC limits
specified in the method?

S10 | Ol | Method detection limit (MDL) studies

Was a MDL study performed for each reportedydea

Is the MDL either adjusted or supported byahalysis of DCSs?

S11 Ol | Proficiency test reports:

Was the laboratory's performance acceptable oaghkcable proficiency tests o
evaluation studies?

S12 Ol Standar ds documentation

Are all standards used in the analyses NIST-trdeemtobtained from other
appropriate sources?

S13 Ol | Compound/analyteidentification procedures

Are the procedures for compound/analyte idigatifon documented?

S14 Ol | Demonstration of analyst competency (DOC)

Was DOC conducted consistent with NELAC Chapternr ISO/IEC 4?

Is documentation of the analyst’'s competencyasgate and on file?

Verification/validation documentation for methods (NELAC Chap 5 or
S15 | Ol | ISO/IEC 17025 Section 5)

Are all the methods used to generate the data demted, verified, and validated
where applicable?

S16 Ol | Laboratory standard operating procedures (SOPs):

Are laboratory SOPs current and on file forreaethod performed?

=

should be retained and made available upon request for the appropriate retention period.
O = Organic Analyses; | = Inorganic Analyses (and general chemistry, when applicable);
NA = Not Applicable;
NR = Not Reviewed;

R# = Exception Report identification number (an Exception Report should be completed for an item if “NR” or “No” is checked).

arwn

Items identified by the letter “R” must be included in the laboratory data package submitted in the TRRP-required report(s). Items identified by the letter “S”




L aboratory Review Checklist: Reportable Data

Laboratory Name: ALS Environmental Laboratory

@ Rate: 01/08/13

Project Name: Exide, Frisco

Laboratory Job Numberl 300701

Reviewer Name: Paul Pope

Prep Batch Number(s):

ER# | Description

** Work Order 1300701 Quality Control Sample Bafbport has an extra reagent blank (317214) andandghk (317215)

added to accommodate another client’s media regeinés. Media blank 317215 had both an MCE membaadeback up pad

run. The media blank had a trace level of cadmigported above the limit of detection. Please timéthis media blank does not

apply to Work Order 1300701 since only an MCE filleembrane was run for this set (LMB 317211).




W

2. Date Ol-OXU+1d  Purchase Order No. 21252

~hain of Custody

1. D REGULAR Status

i

QT

RUSH Status Requested - ADDITIONAL CHARGE
RESULTS REQUIREDBY O\ 01113

DATE
CONTACT ALS SALT LAKE PRIOR TO SENDING SAMPLES

5

AN

4, Quote No.

3. Company Name Remediation Services, inc.
Address PQ Box 587
Independence, KS 67301

ALS Project Manager Paul Pope

5. Sample Collection

Sampling Site: Exide Frisco

Person to Contact: Grant Sherwood

Industrial Process: Decontamination and Demo

Telephone ( 620 ) 331-1200 Date of Collection D). O 13}
Fax Telephone (620) 331-6216 Time Collected ~ 7 *OD—- 1100
E-mail Address gsherwood@rsi-ks.com Date of Shipment OV O\

Billing Address (if different from above)

Send Resilts to: gsherwood@rsi-ks.com, raillman@rsi-ks.com, vanessa.coleman@na.exide.com, droth@rsi-ks.com

Send Invoice to : strotter@rsi-ks.com

7. REQUEST FOR ANALYSES

Laboratory Use Only Client Sample Number Matrix* \Slzmz ANALYSES REQUESTED - Use method number If known | Units**
“mf:;?-f YA BW | 37um mce 124 & L |NIOSH 7303 - Lead and Cadmium ug/m®
E@cmongq °™ | 3rummee [1961 L |niosk 7303 Lead and Cadmium ug/m®
) Eoemee M °Y T srummee [aug L. {NIOSH 7303 - Lead and Cadmium ug/m®
ErOe MO ees e O | 37umMCE | Y&0 Llnosh 7303 - Lead ang G ugm’®
37 um MCE NIOSH 7303 - Lead and Cadmium ug/m®
37 um MCE NIOSH 7303 - Lead and Cadmium ug/m®
EX-DEMO = Project (Exide—Demolition)
YYMMDD = Sampling date (e.g., 11/01/2012 = 121 101)
LOC = Sample Location (e.g. UW = Upwind, DW = Downwind)
XXX = E-BAM Monitor Sample Association — Last 3 digits of Serial Number,
QQ = Optional QA sample flag (TB = trip blank, FB = field blank, SC = duplicate)
Comments

Possible Contamination and/or Chemical Hazards: Lead and cadmium
7. Chain of Custody (Optional)

Relinquished by C?T_LL-M Date/Time 'B'- 30 Ol 04 -\ 3

Received by Date/Time 7?)/‘-0? /( % (a‘.‘r@
Relinquished by U Date/Time )

}Received by Date/Time

960 West LeVoy Drive / Salt Lake City, UT 84123

800-356-3135 or 801-266-7700 / FAX: 801-268-9992 |
ALS Laboratory Group






